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Instructions for using the SAFSITE® Needle-free IV System

As an alternative to intramuscular administration, Rhophylac® can be administered
intravenously. This method of administration removes the risk of accidental needlesticks
for patients and healthcare workers alike. The Rhophylac® syringe is compatible with

maost IV systems. However, if an adaptor is required, the SAFSITE® Needle-free IV System
is recommended.

Working with the SAFSITE® Needle-free IV System is easy.

According to the instructions of the IV system manufacturer, close
the clamp above the port and/or reset the pump, swab the top of
the port per hospital protocol, then follow these simple instructions:

1. from the SAFSITE?® Valve and attach
it to the IV port by turning the valve clockwise.

2. from the SAFSITE* Valve and discard.
Be careful not to touch the opening of the SAFSITE® Valve.
Alcohol swabbing is not necessary.

z. 3 from the Rhophylac® prefilled
syringe and attach it to the SAFSITE® Valve by turning the
syringe until it is firmly seated on the valve.

4. When administration of Rhophylac® is complete, remove
the SAFSITE® Valve from the IV port, discard the valve with
the Rhophylac® syringe still attached, and then open the
IV clamp and/or restart the pump.

Rhophylac
Rhy(D) Immune Globulin
Intravenous (Human)

For intravenous or intramuscular injection.






